Quantitative determination of serum methemalbumin.
We have devised a simple, sensitive quantitative method for the determination of serum methemalbumin. The method uses a modified Allen correction to correct the alpha band of methemalbumin at 623 nm for background turbidity. The technique is robust and is more sensitive than Schumm's test.